Telementoring in Leg Fasciotomies via Mixed-Reality: Clinical Evaluation of the STAR Platform

Edgar Rojas-Muñoz, BS*; Maria Eugenia Cabrera, PhD§; Chengyuan Lin, BS†; Natalia Sánchez-Tamayo, BS*; Dan Andersen, MS‡; Voicu Popescu, PhD†; Kathryn Anderson, BSN, MSGH∥; Ben Zarzaur, MD, MPH, FACS‡; CDR Brian Mulis, MC, USN (Ret.)∥; Juan P. Wachs, PhD*.

ABSTRACT  Introduction: Point-of-injury (POI) care requires immediate specialized assistance but delays and expertise lapses can lead to complications. In such scenarios, telementoring can benefit health practitioners by transmitting guidance from remote specialists. However, current telementoring systems are not appropriate for POI care. This article clinically evaluates our System for Telementoring with Augmented Reality (STAR), a novel telementoring system based on an augmented reality head-mounted display. The system is portable, self-contained, and displays virtual surgical guidance onto the operating field. These capabilities can facilitate telementoring in POI scenarios while mitigating limitations of conventional telementoring systems. Methods: Twenty participants performed leg fasciotomies on cadaveric specimens under either one of two experimental conditions: telementoring using STAR; or without telementoring but reviewing the procedure beforehand. An expert surgeon evaluated the participants’ performance in terms of completion time, number of errors, and procedure-related scores. Additional metrics included a self-reported confidence score and postexperiment questionnaires. Results: STAR effectively delivered surgical guidance to nonspecialist health practitioners: participants using STAR performed fewer errors and obtained higher procedure-related scores. Conclusions: This work validates STAR as a viable surgical telementoring platform, which could be further explored to aid in scenarios where life-saving care must be delivered in a prehospital setting.

INTRODUCTION

When patient evacuation is infeasible, surgeons in the battlefield must administer critical lifesaving care to stabilize patients before transferring them to a Role 2 Care facility. Failure to provide adequate treatment in these situations can lead to risks such as limb amputations or even death. Nonetheless, proper administration of critical care cannot always be guaranteed in austere scenarios and, thus, approaches to assist first responders at the point-of-injury (POI) have been explored, especially to provide assistance to non-specialists. Telementoring systems have been one of the most promising approaches for providing remote assistance effectively, and their benefits has been previously demonstrated in contexts such as remote surgical assistance in trauma, emergency care, and surgery. Through this technique, nonspecialist surgeons (mentees) can receive surgical guidance and coaching from remotely located specialists (mentors).

However, conventional telementoring systems are not designed to provide POI care, where undesired encumbrance and time delays must be avoided. Most conventional platforms rely on telestrators to convey surgical expertise. In the telestrator approach, a remote mentor annotates a live view of the mentee’s operating field with graphical surgical instructions, which a mentee then visualizes on a nearby display. Albeit effective, the approach requires the mentee to map the annotations from the telestrator to the actual operating field, which translates to extra cognitive loads that can lead to sub-optimal performance and even errors. Augmented reality (AR) technologies have been explored to address the issues introduced by telestrators by displaying the surgical guidance directly into the mentees’ field of view (FOV), obtaining promising results. Nonetheless, prior AR-based telementoring systems are not suited for POI scenarios. For example, some of these approaches propose the use of tablets in the operating field, limiting the surgeons’ free selection of movements and degrading their depth perception because of the loss of stereopsis.

This article presents a clinical validation of the System for Telementoring with Augmented Reality (STAR), a portable and self-contained telementoring platform based on an AR head-mounted display (ARHMD). This system can alleviate the aforementioned issues of conventional telementoring systems by displaying expert-authored surgical instructions directly into the FOV of mentees wearing the device. This clinical validation is considered a first step before evaluating
our platform in an austere scenario, and addresses the question of whether this ARHMD-based platform can effectively be used to transmit surgical guidance remotely.

METHODS
The study had ethical approval from Indiana University’s Institutional Review Board (#1409037680), and written participant consent was acquired for each participant. Every participant was briefed on the logistics of the experiment before starting, and was allowed to withdraw from the experiment at any point. The experiment evaluated whether mentees receiving remote mentoring using the STAR platform can perform a surgical procedure better, faster, and with fewer mistakes than participants who reviewed the procedure beforehand and then performed the procedure without mentoring. This evaluation was performed by doing leg fasciotomies on cadaveric specimens, a procedure relevant to combat zones, performed to restore blood flow to limbs affected by compartment syndrome. This procedure is an ideal testbed for a telementoring scenario, as it requires specialized and immediate care but often has to be administered by non-expert trauma surgeons in the battlefield.

Twenty participants performed a leg fasciotomy under two experimental conditions: receiving remote guidance using the telementoring platform (STAR condition); or without external guidance beyond initial consultation of the Advanced Surgical Skills for Exposure in Trauma course manual (Control condition). The Control condition was selected because it can approximate a scenario in which a frontline surgeon must perform a procedure without any onsite help.

Materials
STAR is surgical telementoring platform that allows local mentees to visualize expert-authored surgical instructions directly into their FOV using AR. The STAR platform is self-contained and portable, making it suitable for austere, prehospital scenarios. For this experimental setup, a top-down camera at the mentee site acquires a live view of the operating field, which is transmitted to the remote mentor. This video is displayed on a large interactive display, which the mentor can use to create two-dimensional (2D) surgical annotations via touch interactions. These annotations are sent to the ARHMD worn by the mentee, which displays the annotations as three-dimensional (3D) imagery superimposed onto the mentee’s FOV of the patient’s body. This mapping from mentor-authored 2D annotations to 3D annotations is possible thanks to the ARHMD’s active depth acquisition of the environment, and a one-time calibration routine that maps the position of a top-down camera to the current position of the ARHMD. Figure 1 includes an augmented 3D annotation, visualized from the mentee’s perspective. The ARHMD displays a different image for the left and right eyes, and this disparity provides the correct depth cue to the mentee, who sees the annotation as if it were actually drawn onto the patient.

The ARHMD platform was built based on four main design considerations: (1) overlaying mentor-authored graphical annotations directly into the mentee’s FOV of the surgical field; (2) showing the annotations to the mentee with correct binocular depth cues by rendering the annotations at their correct 3D location through stereo visualization; (3) avoiding workspace encumbrance that other state-of-the-art telementoring systems introduce; and (4) providing the mentor with an adequate view of the operating field from an external top-down camera, to preserve the mentor’s situational awareness. Such visualization prevents potential disorientation and motion sickness that could arise from using the ARHMD’s on-board camera visualization without proper image stabilization techniques.

Procedures
The experiment took place between a Level 1 Trauma Center and a medical school campus, located approximately 1,650 ft. away from each other. The setup at the mentor site included a large interactive display and a conference speakerphone to communicate with the mentee via audio. The setup at the mentee site included two separate operating stations (divided by a mobile curtain) to perform the procedures under two mentoring conditions: Control vs. STAR. Figure 2 showcases the mentor (right) and mentee (left) sites, with an artist rendition of an augmented 3D annotation at the mentee site. Each station was equipped with one operating table, a set of surgical lights, a tripod-mounted camera, and a surgical tray with various surgical instruments. One nurse assistant (per operating station) stood by the mentees, assisting them during the procedure in aspects such as cleaning fluids and passing instruments. Additionally, the STAR condition included the ARHMD-based platform worn by the mentee, a phone for audio communication with the mentor, and a camera attached to the overhead surgical lights.

Participants
Residents and medical students were recruited as participants for the experiment. These populations were selected because of their relatively lower expertise levels when compared to expert surgeons: participants were expected to rely on the external sources of information rather than performing the procedure based on their own knowledge and experience. This setup has been considered as an adequate placeholder for a nonspecialist attempting to do a procedure without having the proper expertise. Additionally, a stratified sampling approach was adopted to recruit participants with various levels of expertise. Three expertise-based subgroups were considered: medical students, residents with 1 year of postgraduate experience, and residents with two or more years of postgraduate experience. This stratified sampling was used
FIGURE 1. Example of an Augmented 3D Annotation Visualized From the Perspective of a Mentee Wearing the ARHMD. The annotation appears at the correct position and depth, projected onto the patient’s body.

FIGURE 2. Example Use of the STAR ARHMD Platform. A remotely located mentor can use the platform to transmit surgical guidance to a local mentee. This guidance will be visualized in 3D by the mentee wearing the ARHMD. A nurse assistant, member of the research team, stood by the mentees during our clinical validation to assist the mentees in aspects such as cleaning fluids.

To see the effect of the telementoring experience in a leg fasciotomy with respect to the participants’ level of expertise.

**Metrics**

The participants’ procedural performance was evaluated with the Individual Procedure Score (IPS), adapted for fasciotomy procedures by expert surgeons of the research team. IPS is a metric that assesses whether a training course effectively improves the mentees’ overall surgical expertise, covering both technical and nontechnical aspects.

In addition, IPS includes the Global Rating Score (GRS), a five-level Likert scale evaluating aspects such as management and readiness to complete the procedure independently; and the Evaluator Overall Rating (EOR), the evaluator’s subjective rating (1–100) of how well the participant performed.

Additional evaluation criteria considered the number of errors during the procedure (from 11 possible errors highlighted as part of IPS’ evaluation), procedure completion time, and a self-reported confidence value describing the participants’ confidence to independently perform fasciotomies.
These self-reported confidence scores were obtained both before and after the procedure. Finally, participants completed a postexperiment questionnaire evaluating their assigned mentoring condition.

**Weighted IPS for Fasciotomy Procedure**

The IPS metric used in this work included six sections: anatomical landmarks (A), to be highlighted before any incision is performed; anterolateral incision (B), where the participants needed to identify and release the fascia from the anterior and lateral compartments; posteromedial incision (C), where participants were required to identify and release the superficial posterior and the deep posterior compartments; and three general performance sections, namely technique points (D), operative field maneuvers (E), and instrument use (F).

The metric, however, assumes that each of these six sections is equally important when performing a fasciotomy. To relax this assumption, this work introduces a weighted IPS (WIPS) to reflect the unequal importance of the different sections. Nine experienced Attending surgeons were surveyed to determine the relevance of the IPS sections. The survey revealed the following relationship: A → B = C > E > D > F; eg, identification of anatomical landmarks was determined to be the most important section, although instrument use was determined to be the least important. This unequal importance is represented with numerical weights that are used to normalize the IPS values, leading to a higher fidelity.

The survey revealed the following section importance weights: A → 0.236, B → 0.217, C → 0.217, D → 0.106, E → 0.162, and F → 0.062.

**Self-reported Confidence**

A self-reported confidence score evaluated how confident the participants felt toward performing a leg fasciotomy. This assessment contained four questions with 5-point Likert scales inquiring their confidence regarding anatomical landmarks, procedural steps, technique and handling instruments, as well as how confident they felt to perform the procedure on their own. This confidence score was reported both before and after the experiment to obtain insights about how the mentoring experience affected the participants’ confidence level.

**Postexperiment Questionnaire**

The questionnaire included eight 5-point Likert scale questions regarding the participant’s experience using the assigned mentoring method. The questions evaluated the mentoring method in terms of its effectiveness, of the frustration it generated, and of how similar it felt to in-person side-by-side mentoring. A section for comments was included at the end of the survey.

**Statistical Analysis**

A between-subject design (with N = 10) statistical analysis was run to compare the mentoring conditions, treating the mentoring conditions as independent variables and using the evaluation metrics as dependent variables. The data’s normality assumption was checked with the Shapiro-Wilk test. Non-normal unpaired populations were compared with the nonparametric Mann-Whitney U test, whereas paired populations were compared with the nonparametric Wilcoxon signed-rank test. Levene’s test was run to assess normal data’s equal variance assumption. A two-sample t-test was used over the data afterward. Normally distributed data are presented as mean ± standard deviation, and non-normal distributed data as median ± interquartile range.

**FINDINGS**

Fourteen residents and six medical students (12 male, 6 female, 2 N/A; age range of 28.5 ± 3.3) were assigned to the two conditions (seven residents and three medical students per condition). The medical students were in their first (two), second (one), and fourth (three) year of training. Residents varied between first (four), second (three), third (three), and fourth (four) year of general and orthopedic surgery training. Given this distribution, the aforementioned expertise-based subgroups were constructed as follows: only medical students (N = 6), only residents (N = 14), and medical students and first-year residents combined (N = 10). The latter subgroup was considered the one that would benefit the most from receiving expert guidance because of their lower level of expertise.

An expert attending surgeon evaluated the participants onsite. Table I summarizes the quantitative metrics averaged over all participants in each condition: completion time (in seconds), IPS, WIPS, number of errors, GRS, and EOR. Participants in the STAR condition performed significantly fewer errors (P = 0.03) and obtained significantly higher WIPS (P = 0.04). No statistically significant difference was found in term of procedure completion time. Likewise, the GRS and EOR metrics did not show statistical significance because of their large variances and were not consider for further analysis.

**IPS-Related Metrics**

Table II summarizes the IPS, WIPS, and number of errors of the expertise-based subgroups. Medical students in the STAR condition performed significantly fewer errors (P = 0.02) and obtained a significantly higher WIPS (P = 0.05). Conversely, the subgroup of only residents did not report statistically significant differences between the conditions for any of the metrics. Finally, participants in the STAR condition from the medical students plus first-year residents subgroup performed significantly fewer errors (P < 0.001) and obtained signifi-
TABLE I. Quantitative Metrics Averaged Over Participants in Each Condition

<table>
<thead>
<tr>
<th>Metric</th>
<th>Alone</th>
<th>STAR</th>
<th>P-value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Individual Procedure Score</td>
<td>437.4 ± 96.8</td>
<td>483.1 ± 65.3</td>
<td>0.1</td>
</tr>
<tr>
<td>Weighted Individual Procedure Score</td>
<td>74.6 ± 14.8</td>
<td>82.7 ± 7.6</td>
<td>0.03†</td>
</tr>
<tr>
<td>Errors</td>
<td>1.8 ± 1.4</td>
<td>0.6 ± 0.7</td>
<td>0.04†</td>
</tr>
<tr>
<td>Global Rating Scale*</td>
<td>60.00 ± 46.67</td>
<td>56.65 ± 29.95</td>
<td>0.3</td>
</tr>
<tr>
<td>Evaluator Overall Rating*</td>
<td>76.5 ± 27.5</td>
<td>75.0 ± 12.0</td>
<td>0.3</td>
</tr>
<tr>
<td>Completion time*</td>
<td>1444.0 ± 685.0</td>
<td>1379.0 ± 380.5</td>
<td>0.6</td>
</tr>
</tbody>
</table>

Metrics with * do not satisfy the normality assumption. Only P-values with an obelisk (†) represent a significant difference between the metrics.

TABLE II. Participants’ Performance According to the Expertise-Based Sub-groups

<table>
<thead>
<tr>
<th>Metric</th>
<th>Control</th>
<th>STAR</th>
<th>P-value</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Med Students</td>
<td>Residents</td>
<td>Med Students and 1st Year Residents</td>
</tr>
<tr>
<td>Individual Procedure Score</td>
<td>366.5 ± 58.8</td>
<td>467.8 ± 96.5</td>
<td>462.8 ± 46.2</td>
</tr>
<tr>
<td>Weighted Individual Procedure Score</td>
<td>64.3 ± 10.9</td>
<td>79.00 ± 14.7</td>
<td>82.0 ± 10.3</td>
</tr>
<tr>
<td>Errors</td>
<td>2.7 ± 1.2</td>
<td>1.4 ± 1.4</td>
<td>0.3 ± 0.6</td>
</tr>
</tbody>
</table>

TABLE III. Difference in Participants’ Self-reported Confidence Scores

<table>
<thead>
<tr>
<th>Confidence Assessment Aspect</th>
<th>Control</th>
<th>STAR</th>
<th>P-value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Identify anatomical landmarks</td>
<td>0.50 ± 1.00</td>
<td>1.00 ± 1.25</td>
<td>0.036*</td>
</tr>
<tr>
<td>Knowledge of procedural steps</td>
<td>1.00 ± 2.00</td>
<td>1.00 ± 1.25</td>
<td>0.014*</td>
</tr>
<tr>
<td>Instrument handling technique</td>
<td>0.00 ± 1.00</td>
<td>1.00 ± 1.25</td>
<td>0.006*</td>
</tr>
<tr>
<td>Perform procedure alone</td>
<td>0.05 ± 1.25</td>
<td>1.00 ± 1.00</td>
<td></td>
</tr>
</tbody>
</table>

P-values with an asterisk (*) represent that the increases in confidence generated by using the mentoring methods were significantly different.

Self-reported Confidence Assessment

Participants in the STAR condition had an average confidence increase of 1.28 (on a 5-point scale), whereas participants in the Control condition reported an average increase of 0.675. This difference was statistically significant (P = 0.017). The results of the increases in the participants’ confidence scores are summarized in Table III. The table presents the average difference between the pre- and postexperiment scores, and compares whether the increases in confidence reported by the participants were significantly different. Overall, participants in the STAR condition reported lower confidence scores than participants in the Control condition at the beginning of the experiment. This was reported in their scores of anatomical landmarks identification (3.00 ± 1.25 for STAR; 3.50 ± 1.00 for Control), instrument handling (3.0 ± 2.0 for STAR; 4.0 ± 1.5 for Control), and capacity to perform the procedure alone (2.50 ± 1.25 for STAR; 3.00 ± 1.25 for Control). These initial differences between the conditions were not statistically significant. Nonetheless, participants in the STAR condition reported higher or equal confidence scores than participants in the Control condition after to the experiment.

Postexperiment Questionnaire

Participants significantly preferred STAR in terms of the amount of information it provided and the ease of following instructions. Participants also considered that STAR generated significantly less frustration. Additionally, although participants considered both mentoring techniques worse than side-by-side mentoring, participants considered the Control condition to be worse than the STAR condition when compared to side-by-side mentoring. Finally, some participants in the STAR condition commented that the weight of the ARHMD causes strain in the neck and shoulders, which interfered with their normal surgical posture and comfort. Other participants also mentioned that the augmented 3D annotations appeared to be drifting in space (approximately 1 cm) from the mentee’s perspective relative to the operating field.
which they found confusing. Supplemental Table 1 presents the average results for each question of the survey.

DISCUSSION
Participants in the STAR condition performed significantly fewer errors when performing the procedure. This is a critical outcome: not only identifying and avoiding surgical errors is a predictor for technical skill and performance, but it is also critical for ensuring patient safety.\textsuperscript{34,35} Additionally, participants in the STAR condition obtained higher technical and nontechnical skill scores, as reported by the IPS metric. With respect to the WIPS metric, the technical and nontechnical skill scores obtained by participants in the STAR condition were significantly higher. Overall, the results obtained demonstrate that participants using our novel telementoring platform increased their overall procedure performance.

The self-reported confidence scores indicate that participants in the STAR condition had a significantly higher increase in their confidence about performing fasciotomies. A breakdown of the differences revealed that, before to the experiment, participants in the Control condition reported to be more confident than participants in the STAR condition. However, the scores revealed the opposite trend after the experiment: participants in the STAR condition reported to have equal or higher confidences than participants in the Control condition. Although studies have shown that the confidence of health practitioners’ in their surgical skills is correlated to their competence,\textsuperscript{36,37} surveys have reported that some populations are dissatisfied with their confidence level.\textsuperscript{38} Our results demonstrate that a telementoring experience with STAR’s ARHMD can have a positive impact on the surgical skills confidence of health practitioners. These results can be extrapolated to indicate that integrating STAR with current coaching and training programs can be beneficial to reinforce the confidence, and therefore competence, of health practitioners.

The postexperiment questionnaires also revealed that participants preferred the STAR condition in all the evaluated criteria. Participants in the STAR condition reported significantly better results in aspects related to the information provided, to the ease of following this information, and to the overall frustration generated throughout the experiment. These aspects indicate that participants considered STAR as an effective method to receive external surgical guidance without negatively impacting their overall performance. These results also indicate that STAR could be a useful technique to implement as part of training and coaching programs of health practitioners, as mentees could use the platform to receive extra guidance when learning how to perform new surgical procedure. Furthermore, STAR could alleviate the mentor availability bottleneck, by connecting one mentor to multiple mentees. However, further studies should be performed to validate STAR as a training tool.

Analyzing the expertise-based subgroups revealed peculiar trends. First, medical students in the STAR condition reported significantly fewer errors and a significantly higher WIPS. Although the sample size was low, this trend suggests that our ARHMD-based platform led to better overall surgical performance on fasciotomies. The third subgroup, that enlarged the student group with first-year residents, further confirmed the benefit of STAR for mentees with a relatively lower expertise. Contrariwise, no significant difference between the conditions was found for the residents only subgroup. This suggests that receiving telementoring for a relatively simple procedure like a leg fasciotomy was irrelevant for experienced surgery residents, particularly the ones with more than 2 years of postgraduate experience at a Level-1 trauma center. For example, one experienced surgical resident in the Control condition was able to complete the procedure by heart, obtaining a near-perfect score. We hypothesize that these trends were observed because of the relative low difficulty of the procedure, and that evaluating our system with more complex procedures could reveal benefits even to health practitioners with high expertise levels.

The experimental apparatus introduced some limitations in the study. First, a within-subject design could have been used to evaluate the effect of each mentoring condition in each participant. Another limitation is the sample size and distribution, as it was not possible to recruit enough participants from each stratum to perform a complete statistical design. Further studies should be performed to corroborate the findings reported from each of these different subgroups. Moreover, although prior work in the STAR platform compared the ARHMD device against another common AR telementoring method (telestrator),\textsuperscript{17} further studies should be performed to compare STAR against another telementoring technique used in POI scenarios such as audio-only communication. Furthermore, some technical limitations need to be addressed before adopting ARHMD technologies to provide remote assistance during Role I Care scenarios, namely the weight of the ARHMD and the phenomenon of annotations appearing to drift in space. Additionally, more general limitations for POI scenarios include aspects such as the bulkiness of the equipment, mostly introduced in our setup via the external top-down camera. Currently, we are working on replacing this top-down camera with a stabilized first-person view acquired with the ARHMD’s on-board camera. This aspect will enhance STAR’s portability, a valuable aspect in POI settings. Finally, the internet connection quality in POI scenarios can be low and fluctuating, which can impact the transmission of video and annotations of our platform. To tackle this limitation, the system is currently being enhanced with autonomous mentoring capabilities which should complement or even take over mentoring when the connection to the human mentor degrades.

One of the intended uses of our system is to assist in austere environments such as conflict zones and rural areas. In these scenarios, mentees would not have any other resource to refresh their skills other than watching videos of procedures,
or resort to a surgical course manual. As a first order approximation of these scenarios, our experiment indicates that STAR can excel by transmitting real-time assistance through visual annotations from a remote expert surgeon. Further studies in less controlled settings are required before transferring this technology to POI settings, which should include aspects as anesthesia application processes and maintaining hemostasis. Nonetheless, the current results are promising in indicating that the STAR platform can effectively communicate mentees with remote specialists to receive assistance while performing a procedure in which they are not proficient.

CONCLUSION
This article presented a clinical validation of STAR in the context of leg fasciotomies on cadaveric specimens. STAR leverages an ARHMD that allows health practitioners to visualize 3D surgical guidance from remote specialists directly in their FOV, and without obstructing their workspace. The portable and self-contained design of the system can be beneficial in POI scenarios, where encumbrance and delays cannot be tolerated. The performed clinical validation compared participants performing the procedure while receiving remote guidance through STAR against participants that received no guidance other than reviewing the procedure steps on a surgical course manual. Participants in the STAR condition completed the fasciotomies with significantly fewer errors, and with significantly higher procedural scores. In addition, they reported higher confidence in their abilities to perform fasciotomies after the experiment. Finally, a usability questionnaire revealed that participants preferred receiving remote guidance with our telementoring system. These results validate STAR’s ARMHD potential to guide unexperienced mentees through a procedure that is frequently performed in combat zones by surgeons without trauma expertise. Our portable and self-contained solution for surgical telementoring can be a key contribution to enhance surgical performance in austere settings, which should be explored in subsequent studies conducted in realistic POI scenarios.

SUPPLEMENTARY MATERIAL
Supplementary material is available at MILMED online.

FUNDING
This work was supported by the Office of the Assistant Secretary of Defense for Health Affairs under Award No. W81XWH-14-1-0042 and the National Science Foundation under Grant DGE-1333468. Opinions, interpretations, conclusions, and recommendations are those of the author and are not necessarily endorsed by the funders.

REFERENCES


